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JOB ORDER £ PY G5 55044 1 WBE
Supplier - DAKILA TRADING CORPORATION JO.No.: V-0~ 239
Address: 208 PILAR ST. MANDALUYONG CITy - Date : AUG ‘ 3 2925
TIN : 300-052-965-000 Mode of Procurement : Direct Contracu'rLL
Gentlomen:

Please furnish th

ts Office the fclluwin!' articles subject to the terms and conditions contained herein:

Date of ServiceT

Place of Serviee: JRIAL Bldg. Tebag, Sta, |

rhara, Pangasi

ol

Stock/
Property
No,

Uni

NP 020

Service Term : {3 Qdays upon receipt of 10

t Description

Payment Term : LDDAP
i

Quantity Unit Cost

Amount

unit

-

1 tnft

Preventive Maintenance and Calibration of Ankom
A200 Fiber Analyzer: ¢
SCOPE OF WORK:
1. Remove the old agitator, packing set, seals, bushing,
maintenance, alert ar,senihly. brass packing nut, helica
coupler.
2. Replace/instal] the new components,
3. Perform brass packing nut adjustment for leak
prevention.
4 Perform unit calibration at 100 °C set point,
5. Test run and observe monitor if there is leak.
6. Housekeeping.
7. Issuance of maintenance/ calibration report &
attaching of PM/ calibration sticker:
Parts to be replaced:
1PC. Helical Coupler, PN: 632~
1 PC Maintenance Alert Inner Assy, PN: F27 ~
1 PC. Brass packing Nut, PN: 640
1 PC. Agitator w/ packing Set, PN: F28.
1 P Hose Coupler PN 714 -
1 PC. Inner Exhaust Hose Assy, PN: 30 P
Preventive Maintenance and Calibration of Ankom
XT10 Fat Analyzer:
SCOPE OF WORK:
1. Visual and physical inspection of the unit.
-Inspect and check electrical and electronic connections.
- Cleaning of instruments (internal and external}
- Cleaning of water inlet filter /replace if necessary.
- Cleaning of compression fittings/replace if necessary.
- Check vessel O-ring/replace if necessary.
7. Check and clean solenoid valves/replace if needed.
. Test run and observed,
9. Housekeepling, '
10, Issuance of maintenance/ calibration report &
attaching of PM/ calibration sticker;
Parts to be supplied/ replaced
1P QS Valve Spring, PN: X35
1 PC. Sample Cup Assembly, PN : X86
1 PC. Water Filter Assy, PN : X97
4+ PCS. Valve Spring PN: 2135 .
4 PCS. Valve Piston with Viton Seat, PN: 5678
1PEXT Flow Control, Assy, PN: X78
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158,100.00

{Total Amount in Words) Two Hundred Thirty-One Thousand Seven H

undred Thirty Pesos Ouly

231,730.00 §-

Conforme:

tn case of failure to make the full delivery
of delay shall be imposed on the undelivered item/s.
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Signature u%el{;{’r‘iﬂlﬂd Name of Supplier

. -?:{ﬁ.,ﬁ,,...‘;g-.hk

Date

within the time specified above, a penalty of one-

Very truly yours,

tenth (1/10} of one percent for every day)|
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ARNOLD T. EBREQ, CPA
Accountant 11l §

ORS/BURS No.:
Date of the ORS/BURS: R
Amount ;
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